Unraveling a borderline antithrombin deficiency case with quantitative mass spectrometry
Kruijt, M.; Pol, L.M. van der; Eikenboom, J.; Verburg, H.J.; Cobbaert, C.M.; Ruhaak, L.R.

Citation

Version: Publisher's Version
License: Creative Commons CC BY-NC-ND 4.0 license
Downloaded from: https://hdl.handle.net/1887/3245922

Note: To cite this publication please use the final published version (if applicable).
Unraveling a borderline antithrombin deficiency case with quantitative mass spectrometry

Mirjam Kruijt1 ♦ | Liselotte M. van der Pol2 ♦ | Jeroen Eikenboom2 ♦ | Harjo J. Verburg3 ♦ | Christa M. Cobbaert1 ♦ | L. Renee Ruhaak1 ♦

1Department of Clinical Chemistry and Laboratory Medicine, Leiden University Medical Center, Leiden, The Netherlands
2Department of Internal Medicine, Division of Thrombosis and Hemostasis, Leiden University Medical Center, Leiden, The Netherlands
3Department of Gynecology and Fertility, Leiden University Medical Center, Leiden, The Netherlands

Correspondence
Mirjam Kruijt, Department of Clinical Chemistry and Laboratory Medicine, Leiden University Medical Center, Office E2-27, Albinusdreef 2, 2333 ZA Leiden, the Netherlands.
Email: m.kruijt@lumc.nl

Funding information
H2020 Marie Skłodowska-Curie Actions, Grant/Award Number: 843615

Abstract
Antithrombin deficiency diagnostics by first-line activity tests suffer from a lack of sensitivity sometimes resulting in diagnostic uncertainty. We here present a case of a woman with recurrent pregnancy loss who was screened for inherited thrombophilia. Antithrombin activity was borderline low, resulting in uncertainty about the correct diagnosis. Using a mass spectrometry-based test, the antithrombin protein of the patient was characterized at the molecular level and a heterozygous p.Pro73Leu mutation was identified. The mutation, also known as antithrombin “Basel,” increases the risk of venous thromboembolism and obstetric complications. This case is illustrative of current antithrombin deficiency screening, in which diagnoses may be missed by traditional diagnostics. Next-generation protein diagnostics by mass spectrometry provides molecular insight into the proteoforms present in vivo. This information is essential for laboratory specialists and clinicians to unambiguously diagnose patients and will aid in evolving healthcare from traditional to precision diagnostics.

KEYWORDS
antithrombin, antithrombin deficiency, mass spectrometry, molecular characterization, next-generation protein diagnostics, recurrent pregnancy loss

1 | INTRODUCTION

Antithrombin (AT) deficiency is a severe coagulation disorder with a 5- to 16-fold increased risk of venous thromboembolism (VTE).1,2 Yet, diagnosis of AT deficiency is rather crude with current first-line activity tests measuring overall activity, potentially generating diagnostic uncertainty. Clinicians may therefore question the clinical relevance of results around the clinical decision levels (Figure 1A), even more so as the diagnosis may have an impact on clinical decisions and management.

In pregnant women, AT deficiency poses an additional risk for thrombosis as pregnancy by itself already increases the risk of VTE by 5- to 50-fold.3 Furthermore, obstetric complications, such as recurrent pregnancy loss (RPL), are increased in women with AT deficiency.4-6 Recommendations and guidelines for thrombophilia screening in pregnant women, similar to general AT deficiency guidelines, are often conflicting or report insufficient evidence.5,9 These guidelines justify thrombophilia screening only in women presenting with RPL and a positive (family) history of VTE, thereby potentially missing AT deficiency
diagnoses in women with unexplained RPL. The lack of evidence for a role of AT deficiency in RPL might originate from the heterogeneity of AT deficiencies, as more than 350 genetic AT variants have been reported, in addition to post-translationally introduced molecular variation. Each molecular AT form may potentially carry its own clinical phenotype. Current larger studies, upon which guidelines are based, often group all types of AT deficiency to generate sufficient power for statistical analysis, leading to underestimation of RPL risk of specific molecular AT forms. Smaller studies and case reports describing specific well-characterized AT deficiencies do show a link with obstetric complications.\textsuperscript{10,11} We here present a case report that illustrates the need for molecularly defined AT deficiency screening at the protein level.

2 | CASE PRESENTATION

A 32-year-old woman presented at our obstetric clinic with RPL. Within a year, she had experienced three early miscarriages (<13 weeks of pregnancy). Karyotyping of both patient and partner were normal and pelvic ultrasound of the patient did not reveal abnormalities. Autoantibody testing was negative (lupus anticoagulant, anti-β2 glycoprotein antibodies, anti-cardiolipin antibodies, thyroid peroxidase antibodies) and thyroid-stimulating hormone level was normal. Both patient and partner are non-smokers, non-drug users, have a normal body mass index and have a low alcohol intake (<1 U/day). The patient did not have a positive family history of either miscarriage or VTE. To assess eligibility for participation in a study assessing the effect of low molecular weight heparin (LMWH) on pregnancy outcome

\begin{figure}[h]
\centering
\includegraphics[width=\textwidth]{figure1.png}
\caption{Current and proposed recommendation for antithrombin (AT) deficiency screening. A. Current strategy for patients suspected to have a thrombophilia. An AT activity test is performed but this test may generate ambiguous results. It is up to the clinician to decide whether results have clinical significance potentially leading to missed diagnoses. B. Results for AT activity tests (upper table) and liquid chromatography coupled to multiple-reaction-monitoring mass spectrometry (LC-MRM-MS) test (lower table and graphs). Colored results in the tables indicate abnormalities. Low concentration for peptide IPEATNR in combination with the presence of mutated peptide ILEATNR ascertains a heterozygous p.Pro73Leu mutation. C. Proposed strategy for patients suspected to have a thrombophilia with ambiguous AT activity results. Using next-generation protein diagnostics, we provide a molecularly defined diagnosis to aid both clinician and patient in the diagnostic process for AT deficiency.}
\end{figure}

\begin{table}[h]
\centering
\begin{tabular}{|c|c|c|}
\hline
\textbf{Test} & \textbf{Result} & \textbf{Reference} \\
\hline
Antithrombin (% activity) initial screening & 69 & 84-116 \\
Antithrombin (% activity) repeat test +1 month & 72 & 84-116 \\
Antithrombin (% activity) repeat test +2.5 months & 71 & 84-116 \\
\hline
\end{tabular}
\end{table}

\begin{table}[h]
\centering
\begin{tabular}{|c|c|c|}
\hline
\textbf{Peptide} & \textbf{Result} & \textbf{Reference} \\
\hline
LVASN & 1.91 & 1.33 - 1.91 \\
IPEATNR & 0.76 & 0.95 - 1.74 \\
ILEATNR & positive & ND \\
\hline
\end{tabular}
\end{table}

\textbf{Essentials}
- First-line antithrombin (AT) activity tests are known to lack sensitivity.
- A woman with recurrent pregnancy loss could not be clearly diagnosed as AT deficient by activity tests.
- Molecular characterization of AT by mass spectrometry provided an unambiguous diagnosis for the patient.
- Next-generation protein diagnostics by mass spectrometry provides valuable information for clinician and patient.
in women with inherited thrombophilia, she was screened for inherited thrombophilia. The standard hereditary thrombophilia panel (deficiencies of protein C, protein S and AT, activated protein C resistance, factor V Leiden mutation, and factor II G20210A mutation) showed only mildly aberrant AT activity (Figure 1B). Initial AT activity was 69% and repeated measurements after 1 and 2.5 months indicated 72% and 71% activity, respectively (reference interval: 84%-116%; STA®-Stachrom® AT III). The patient was referred to the thrombosis and hemostasis outpatient clinic for counselling and determination of an indication for thrombosis prophylaxis. The responsible clinicians doubted whether the mildly lowered AT activity was of clinical significance and requested additional molecular characterization of AT to ensure correct diagnosis.

3 | MOLECULAR CHARACTERIZATION OF AT USING MASS SPECTROMETRY

In addition to the more than 350 reported possible mutations in AT, AT deficiency may be caused by an altered glycosylation status of the protein. Together, this generates a large variety in potential molecular forms of AT, the so-called proteoforms. AT activity tests do not provide any molecular insight into the proteoforms underlying an AT activity result. Such insight is necessary in ambiguous cases that are currently inconclusive and therefore there is a clinical need for more informative and less ambiguous tests that may complement the current first-line activity tests.

To address this unmet clinical need, a mass spectrometry-based test was developed that concomitantly determines the concentration, frequent mutations, and glycosylation status of AT at the protein level. The combination of these three features, obtained by directly analyzing the protein originating from the patient, is a unique ability of mass spectrometry, whereas the protein may only be measured indirectly by activity tests or genetic sequencing. In short, AT is purified directly by activity tests or genetic sequencing. In these cases next-generation protein diagnostics by mass spectrometry provides direct insight into the AT proteoforms present, thereby refining the diagnosis of AT deficiency (Figure 1C).

This case demonstrates a first proof-of-principle of molecular characterization of AT by mass spectrometry, where the technology was able to provide a direct and clear diagnosis, allowing the clinician to make an informed decision for a patient who would otherwise have fallen in a clinical gap. The strength of mass spectrometry lies in the ability to provide complete molecular characterization of the protein that is present in the patient in vivo in a single test, while a combination of activity and genetic tests can only provide the promise of a protein. Post-translational modifications, for which activity and genetic tests are blind, can also lead to AT deficiency, further highlighting the importance of analyzing proteoforms. While the application of mass spectrometry for clinical diagnoses is in its infancy, the technology is increasingly available in clinical (chemistry) laboratories and we believe highlights of its applicability combined with increased experience in protein quantitation by mass spectrometry will facilitate a more general application of next-generation protein diagnostics by mass spectrometry—as add-on tests—as well as its extrapolation to other coagulation proteins.

Activity tests will remain the first-line test for AT deficiency screening, due to the wide availability on automated analyzers. In most cases, the activity results will enable a clear diagnosis of AT deficiency. However, for cases with ambiguous results, next-generation protein diagnostics by mass spectrometry may be employed to provide clarity for patients who can otherwise not be diagnosed. Insight into the specific proteoforms of AT and their clinical phenotype may give rise to more specific treatments, such as for RPL associated with this p.Pro73Leu mutation, or identify new risks associated only with specific mutations or glycosylation aberrances.
In conclusion, this case report highlights the inadequacies that clinicians and patients face using current AT activity tests and guidelines for detection of AT deficiency. We show the potential of our in-house-developed LC-MRM-MS test as an add-on for molecular characterization of AT, providing a molecularly defined AT deficiency diagnosis with an all-in-one test. The time for next-generation protein diagnostics to improve clinical care for patients with AT deficiency is now. We therefore call on laboratory specialists to realize the importance of precision diagnostics for evolving healthcare. Unraveling the molecular defects of AT will enable better understanding of this complex and heterogeneous disease and aid advancement of patient care.

ACKNOWLEDGMENTS
This project has received funding from the European Union’s Horizon 2020 research and innovation programme under the Marie Skłodowska-Curie grant agreement No 843615.

CONFLICTS OF INTEREST
The authors have no conflicts of interest to declare.

AUTHOR CONTRIBUTIONS
H.J. Verburg first saw the patient and referred her for further counseling. L.M. van der Pol and J. Eikenboom evaluated activity test results and consulted C.M. Cobbaert regarding the diagnostic uncertainty they experienced with the AT activity test results. The suggestion for additional testing was given by C.M. Cobbaert. M. Kruijt performed the in-house-developed LC-MRM-MS test as an add-on for molecular diagnostics to improve clinical care for patients with AT deficiency. We therefore call on laboratory specialists to realize the importance of precision diagnostics for evolving healthcare. Unraveling the molecular defects of AT will enable better understanding of this complex and heterogeneous disease and aid advancement of patient care.

REFERENCES
doi:10.1016/50021-9258(17)36071-4